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RECALL RCL09-42 
 

 
 

Fluke Corp. Announce Recall of Clamp Meters Due to Electrocution Hazard 
 
Toronto, ON – The Electrical Safety Authority is 
notifying the public that Fluke Corp. has announced a 
voluntary recall of the following consumer product. 
Consumers should stop using recalled products 
immediately. 
 
Name of Product:  Fluke 33X series Clamp Meters 
 
Units:   
 

Model Ontario Canada 
333 35 326 
334 52 180 
335 226 303 
336 39 1252 
337 330 2026 

Total 682 4087 
 
Manufacturer:  Fluke Corporation, of Everett, Wash. 
 
Hazard:  The display may indicate a low or no voltage 
reading on a circuit energized with a hazardous voltage. 
This could create a hazardous situation if the user were to 
contact live voltage based on an erroneous instrument 
reading. 
 
Incidents/Injuries:  No injuries or damage has been 
reported. 
 
 

Description/Models:  The following models are affected: 
 
Model 337 (S/N 96310001 to 98890607)  
Model 336 (S/N 96360001 to 98900400)  
Model 335 (S/N 97160001 to 98860104)  
Model 334 (S/N 97180001 to 98870101)  
Model 333 (S/N 97170001 to 98880240) 
 
Sold by:  Fluke Corporation and various retailer and 
resellers across Canada.  
 
When was distributed:  January – June 2008. 
 
Manufactured in:  Shilu, China 
 
Remedy:  Consumers should stop using the recalled 
products immediately and return to Fluke for free 
replacement. 
 
Consumer Contact:  For additional information, contact 
Fluke toll-free at (800) 363-5853 Monday through Friday, 
or visit the firm’s Web site at:  
http://ca.fluke.com/caen/home/default.htm    
 
Remarks:  The recalled units are certified to Canadian 
Standards by Canadian Standards Association (CSA).  For 
more information about CSA product certification process 
please visit: http://www.csa.ca 
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